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Direct Solvent Extraction of Sympathomimetic Amines 

from Biological Samples 

1 Introduction 

Sympathomimetic amines (SMAs) are generally a class of synthetic phenethylamine-derived 
drugs often generically referred to as “amphetamines”. Almost all of these compounds show some 
degree of stimulant effects, but a wide variety of additional structure-dependent pharmacological 
effects can be seen in various compounds. These include pure stimulants (amphetamine and 
methamphetamine), decongestants (phenylpropanolamine and pseudoephedrine), anorexics 
(phentermine and fenfluramine), and hallucinogens (mescaline, one of the few relevant naturally 
occurring SMAs). Over the last few decades there has been particular interest in and concern over 
the widespread illicit use of various “designer” SMAs with combined stimulant and 
hallucinogenic properties. The “type specimen” of this class is 3,4-methylenedioxy- 
methamphetamine (MDMA or “ecstasy”), which was originally developed for possible use as an 
adjunct drug in psychotherapy, but now is one of the most widely used illicit drugs in teenage and 
young adult populations. Chemists in clandestine drug laboratories have developed a wide array 
of related compounds, including thioalkyl- and halogen-containing analogues, in attempts to stay 
ahead of drug scheduling regulations. In approximately 2010, several new designer amphetamines 
including methylone, mephedrone, and 3,4-methylenedioxypyrovalerone began appearing on the 
U.S. abused drug scene as “bath salts”. 

2 Scope 

This procedure allows for screening and confirmation of a wide range of SMAs, and is currently 
validated for quantitation of amphetamine, methamphetamine, ephedrine / pseudoephedrine, 
methylenedioxyamphetamine (MDA), methylenedioxymethamphetamine (MDMA), 
methylenedioxyethylamphetamine (MDEA), methylone, mephedrone and 
3,4-methylenedioxypyrovalerone (MDPV). With appropriate validation, it may be used for 
quantitation of other detected SMAs. 

3 Principle 

Biological specimens are qualitatively assayed and/or quantitated for SMAs. Specimens are mixed 
with an internal standard (normally a mixture of six deuterated SMAs), adjusted to a basic pH, and 
extracted with hexane. (When quantitating bath salt compounds, a mixture of deuterated bath salt 
compounds is used as the internal standard mixture.) The hexane is removed, acidified to prevent 
evaporation of volatile SMAs, and taken to dryness. The resulting residue is reconstituted in 10/90 
methanol/water and analyzed by LC-ESI-MS with data dependant MS2 and MS3. MS3 detection is 
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included because some SMAs yield uninformative MS2 spectra with limited information content. 
The extraction procedure is derived from work by Sadeghipour and Veuthey. The 
chromatographic and mass spectral procedures and parameters were developed in-house. 

4 Specimens 

This procedure uses a biological sample such as:  blood, serum, plasma, urine, gastric contents, 
vitreous humor, or a prepared tissue homogenate. When available, 0.5 mL of biological fluid or 1.0 
g of tissue homogenate (1:1) is used in the assay. In instances where specimen volume is altered 
(e.g. to improve sensitivity or account for limited specimen volume), appropriate modifications to 
this procedure may be made. 

5 Equipment/Materials/Reagents 

Guidance for the preparation of reagents may be found in the Preparation of Chemical Reagents 
standard operating procedure (Tox 103). 

a. 16x100 mm screw-top tubes with Teflon-lined caps 

b. 12x75 mm culture tubes with polypropylene snap-tops 

c. Acetonitrile (Optima grade or better) 

d. Formic Acid (Puriss grade or better) 

e. Hexane (UV grade or better) 

f. Hydrochloric acid (ACS grade or better) 

g. Methanol (Optima grade or better) 

h. Sodium hydroxide (ACS grade or better) 

i. Water (Deionized and Optima or better grade) 

j. 4% Sodium hydroxide 
Dissolve 2 g sodium hydroxide in 50 mL deionized water. Store in plastic at room 
temperature. Stable for at least 6 months. 
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k. 	 Methanol:Hydrochloric Acid (4:1 v:v) 
Mix 20 mL methanol with 5 mL hydrochloric acid. Store in glass at room temperature. 
Stable for at least 1 month. 

l. 	 Methanol:Water (10:90 v:v)  
Mix 5 mL methanol with 45 mL water (both Optima grade or better). Store in glass at room 
temperature. Stable for at least 1 year. 

m.	 0.1% Formic acid in acetonitrile 
Vacuum filter 500 mL acetonitrile through a 5 µm PTFE membrane and mix with 0.5 mL 
formic acid. Store in glass at room temperature. Stable for 2 months. 

n. 	 0.1% Formic acid in water 
Vacuum filter 500 mL water (Optima grade or better) through a 5 µm PTFE membrane and 
mix with 0.5 mL formic acid. Store in glass at room temperature. Stable for 2 months. 

o. 	 Vortex mixer, Rotator and Centrifuge 

p. 	 Evaporator with nitrogen 

q. 	 Routine laboratory supplies, including disposable pipettes, wooden sticks, test tube racks, 
graduated cylinders, etc. 

r. 	 Liquid Chromatograph-Ion Trap Mass Spectrometer 

s. 	 HPLC Column (Xterra C18, 2.1 x 150 mm, 5 µm dp, with a 2.1 x 7.5 mm guard column; 
or equivalent) 

6 Standards and Controls 

a. 	 Internal Standard Stock Solutions (0.1 mg/mL) may be purchased from Cerilliant or other 
approved supplier. Stability and storage conditions are determined by the manufacturer. 
d5-Amphetamine d5-MDEA 
d5-Methamphetamine d3-Mephedrone 
d5-MDA d3-Methylone 
d5-MDMA d8-MDPV 

b. 	 Internal Standard Working Solution (2 µg/mL each of common components): 
Combine 0.5 mL each of the d3-ephedrine, d5-amphetamine, d5-methamphetamine, 
d5-MDA, d5-MDMA, and d5-MDEA stock solutions in a 25 mL volumetric flask. Add 2 
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mL methanol and bring to the mark with water (both Optima grade or better). Store in glass 
at <0ºC. Stable for at least 2 years. 

c. 	 Bath Salts Internal Standard Working Solution (2 µg/mL each of d3-mephedrone, 
d3-methylone, and d8-MDPV): 
Combine 0.5 mL each of the d3-mephedrone, d3-methylone, and d8-MDPV stock solutions 
in a 25 mL volumetric flask. Add 2 mL methanol and bring to the mark with water (both 
Optima grade or better). Store in glass at <0ºC. Stable for at least 2 years. 

d. 	 Standard Stock Solutions (1 mg/mL) may be purchased from Cerilliant (typically used for 
calibrators) and from Lipomed (typically used for controls) or another approved supplier. 
Stability and storage conditions are determined by the manufacturer. 
Ephedrine MDMA 
MBDB (N-methylbenzodioxazolylbutanamine, MDEA 
N-methyl-1-3,4-methylenedioxy-phenyl)-2-butanamine 
) 
Amphetamine 
Methamphetamine 
MDA 

e. Amine Mixture-6 (250 µg/mL each component): 

Mephedrone 
Methylone 
MDPV 


A methanol solution containing amphetamine, methamphetamine, phentermine, MDA, 
MDMA, and MDEA purchased from Cerilliant or another approved vendor. Stability and 
storage conditions are determined by the manufacturer. 

f. 	 Column Performance Evaluation Mix (1 µg/mL each component): 
Combine 25 µL each of the MBDB and ephedrine stock solutions with 100 µL of the 
Amine Mixture-6 in a 25 mL volumetric flask. Add 2.4 mL methanol and bring to the mark 
with water (both Optima grade or better). Stable for at least 2 years. A 10 µL portion of this 
solution is analyzed before each day’s samples, in order to confirm acceptable instrument 
performance. 

g. 	 Control Working Solution (1 µg/mL each component):  
Mix 50 µL each of the ephedrine, amphetamine, methamphetamine, MDA, MDMA, and 
MDEA stock solutions in a 50 mL volumetric flask. Add 9.9 mL methanol and bring to the 
mark with water (both Optima grade or better). Store in glass at <0ºC. Stable for at least 1 
year. Note: Once verified, this solution can be parsed out into small containers for freezing. 

h. 	 Bath Salts Control Working Solution (1 µg/mL each component):  
Mix 50 µL each of the mephedrone, methylone, and MDPV stock solutions in a 50 mL 
volumetric flask. Add 9.9 mL methanol and bring to the mark with water (both Optima 
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grade or better). Store in glass at <0ºC. Stable for at least 1 year. Note: Once verified, this 
solution can be parsed out into small containers for freezing. 

i. Calibration Working Solution #1 (5 µg/mL each component):  
Mix 250 µL each of the ephedrine, amphetamine, methamphetamine, MDA, MDMA, and 
MDEA stock solutions in a 50 mL volumetric flask. Add 8.5 mL methanol and bring to the 
mark with water (both Optima grade or better). Store in glass at <0ºC. Stable for at least 1 
year. Note: Once verified, this solution can be parsed out into small containers for freezing. 

j. Calibration Working Solution #2 (0.5 µg/mL each component):  
Mix 25 µL each of the ephedrine, amphetamine, methamphetamine, MDA, MDMA, and 
MDEA stock solutions in a 50 mL volumetric flask. Add 9.9 mL methanol and bring to the 
mark with water (both Optima grade or better). Store in glass at <0ºC. Stable for at least 1 
year. Note: Once verified, this solution can be parsed out into small containers for freezing. 

k. Bath Salts Calibration Working Solution #3 (5 µg/mL each component): 
Mix 250 µL each of the mephedrone, methylone and MDPV stock solutions in a 50 mL 
volumetric flask. Add 9.25 mL methanol and bring to the mark with water (both Optima 
grade or better). Store in glass at <0ºC. Stable for at least 1 year. Note: Once verified, this 
solution can be parsed out into small containers for freezing. 

l. Bath Salts Calibration Working Solution #4 (0.5 µg/mL each component): 
Mix 25 µL each of the mephedrone, methylone and MDPV stock solutions in a 50 mL 
volumetric flask. Add 9.9 mL methanol and bring to the mark with water (both Optima 
grade or better). Store in glass at <0ºC. Stable for at least 1 year. Note: Once verified, this 
solution can be parsed out into small containers for freezing. 

m. Negative Control Blood and/or Urine: 
Purchased from Diagnostics Products Corporation, UTAK Laboratories, Inc., Cliniqa, or 
prepared in-house from an appropriate blank specimen. Blood and urine will be stored 
refrigerated, frozen or obtained fresh. Stability determined by manufacturer. A Negative 
Control will be extracted and analyzed with every assay. When possible, the negative 
control will be matrix matched. 

n. Quantitative Positive Control Blood: 
This is normally prepared in-house as per the Guidelines for Toxicological Quantitations 
standard operating procedure (Tox 101), but may be purchased from an appropriate vendor 
as needed. Storage and stability determined by manufacturer. Normally prepared at 
concentrations of 60 and 400 ng/mL by adding 30 and 200 µL of the Control Working 
Solution to 0.5 mL samples of Negative Control Blood on the day of extraction.  Other 
levels and matrices may be used as circumstances dictate. 
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This is nonnally prepared in-house as per the Guidelines for Toxicological Quantitations 

standard operating procedure (Tox 101 ), but may be purchased from an appropriate vendor 
as needed. Storage and stability detennined by manufacturer. Normally prepared at 
concentrations of 60 and 400 ng/mL by adding 30 and 200 i1L of the Bath Salts Control 
Working Solution to 0.5 mL samples of Negative Control Blood on the day of extraction. 
Other levels and matrices may be used as circumstances dictate. 

p. Qualitative Positive Control Blood or Urine: 
This is normally prepared in-house, but may be purchased from an appropriate vendor as 
needed. Storage and stability detennined by manufacturer. Normally prepared at a 
concentration of 200 ng/mL by spiking a 0. 5 mL po11ion of negative control matrix with 
100 µL of the Control Working Solution and the Bath Salts Control Working Solution. 
Other levels may be used as circmnstances dictate. Additionally, deuterated analog internal 
standards serve as a qualitative positive control for each individual specimen. 

7 Calibration 

This procedtue may be used quantitatively via construction of a multi-point calibration cmve with 
equal weighting for the analyte(s) of interest following the Guideline/or Toxicological 

Quantitations standard operating procedure (Tox 10 1). Table 1 shows typical concentrations and 
volumes for blood calibrators. 

T bl 1 T 
. 

1 Bl d C rb t P t a e yp1ca 00 a 1 ra or repara ion 
Cal Level Blood Volume Calibrator Working 
(n2:/mL) (mL) Solution #1 Volume (uL) 

25 0.5 0 
50 0.45 0 
75 0.45 0 
100 0.4 0 
250 0.5 25 
500 0.45 50 
750 0.45 75 

Calibrator Working 
Solution #2 Volume (µL) 

25 
50 
75 
100 

0 
0 
0 
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Cal Level Blood Volume 
Bath Salts Calibrator Bath Salts Calibrator 

(ng/mL) (mL) 
'Vorkin� Solution #3 'Vorkin� Solution #4 

Volume (ttL) Volume (ttL) 
25 0.5 0 25 
50 0.45 0 50 
75 0.45 0 75 
100 0.4 0 100 
250 0.5 25 0 
500 0.45 50 0 
750 0.45 75 0 

8 Sampling 

Not applicable. 

9 Procedure 

Appendix 1 contains an abbreviated version of this procedure. This fonn may be used at the bench 
by the examiner or chemist perfonning the procedure. 

a. To a properly labeled 16x100 mm screw-top tube add 0.5 mL of biological fluid or 1 g of 
a prepared tissue homogenate (1: 1 in water). Also prepare Negative and Positive Controls 
as described in Section 6. For quantitation, prepare calibrators as described in Section 7, 
and prepare case samples in duplicate. 

b. Add 50 �tL of the Internal Standards Working Solution, resulting in a concentration of 200 
ng/mL for each internal standard. For bath salts quantitations, add 50 �LL of the Bath Salts 
Internal Standard Working Solution. 

c. Add 0.2 mL of 4% sodium hydroxide to each sample and vo11ex briefly. 

d. Add 2 mL of hexane to each tube and extract for 20 minutes on a rotator. Centrifuge 10 
minutes at a minimum of 3000 rpm. Use a wooden stick to break up any emulsions that 
develop, and recentrifuge if necessary. 

e. Transfer organic (top) layer to a 12x75 nun culture tube. 

f. Add 0.1 mL of 4: I methanol:hyd:rochloric acid and vo11ex briefly. 
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g. Evaporate to chyness under a gentle stream of nitrogen at approximately 40°C. 

h. Reconstitute the ch·ied residue in 0.1 mL of 10:90 methanol:water. 

i. Analyze by 10 µL by LC-MS-ESI with data dependent tandem MS (DDS) with the 
conditions given below (Sections 10.1 and 10.2). 

10 Instrumental Conditions 

Appendix 2 contains a checklist of method parameters that should be used to verify proper 
instrnmental conditions prior to analysis of case samples. 

10.1 Liquid Chromato2raph Parameters (Shimadzu Prominence, or equivalent) 

Mobile Phase Compositions Flow Parameters Column Parameters 

1: 0.1 % fonnic acid in total flow I o.3 mL!min type C18 
acetonitrile time (min) %1 %2 length 150 mm 
2: 0.1% formic acid in water 0 7.5 92.5 internal diameter 2.1 tmn 

5 7.5 92.5 paiiicle size 5µm 
20 60 40 temperature 40°C 

2 3  60 40 !rnard length 7.5mm 

2 8  7.5 92.5 guard ID 2.1 rmn 

32 7.5 92.5 

total time I 32 min 
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10.2 Mass Spectrometer Parameters with DDS (Thermo / Finnigan LTQ, or equivalent) 
Source Parameters 

Mode: Electrospray Spray Voltage: +5 kV Capillary Temperature:  250ºC 
Sheath Gas: 25 (arb units) Aux Gas: 10 (arb units) Sweep Gas: 0 (arb units) 
All other source parameters are set through the tuning process.  See the appropriate IOSS standard 
operating procedure for details. 

1 Segment with 3 Scan Events 
Event #1 full scan m/z 125-350 

MS/MS data dependent scan collision energy: 70 (rel) 
precursor: most intense ion from event #1, excluding m/z 141, 155, 169, 

Event #2* 
181, 185, 199, 211, 213 and 284, threshold = 1000 counts 
isolation width: 2.0 AMU scan range: software control 
MS3 data dependent scan collision energy: 70 (rel) 
precursor: most intense neutral loss of 17, 18, 31, or 45 observed in 

Event #3* 
event #2, threshold = 1000 counts 
isolation width: 2.0 AMU scan range: software control 

Dynamic Exclusion Enabled for Data Dependent Scanning 
repeat count 10 repeat duration 30 seconds 
exclusion list size 25 exclusion duration 30 seconds 
expiration count 5 expiration threshold s/n<5 
exclusion width -1 to +2 amu 
*These events can also be limited to one mass or several masses for targeted analysis. 

11 Decision Criteria 

11.1 Batch Acceptance Criteria 

No analytes of interest should be detected in the Negative Control. For this purpose, analytes of 
interest are defined as those analytes that will be reported for this batch. 

All intended analytes should be present in the Positive Control. Each Quantitative Positive Control 
shall quantitate within ±20% of the target value. See the Guidelines for Toxicological 
Quantitations standard operating procedure (Tox 101) for more information. 
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11.2 Sample Acceptance Criteria 

11.2.1 Chromatography 

The peak of interest should show good chromatographic fidelity, with reasonable peak shape, 
width, and resolution. In order to be determined acceptable, a chromatographic peak in an 
unknown sample should compare favorably to a chromatographic peak of the same analyte in a 
known sample analyzed on the same system in the same or subsequent analytical runs. 
Additionally, the following two criteria should be met. 

11.2.2 Retention Time 

The retention time of the peak should be within ± 5% of the retention time (relative or absolute, as 
appropriate) obtained from injection of a reference standard, calibrator, or Positive Control. 

11.2.3 Signal-to-Noise 

To justify the existence of a peak, its baseline signal to peak-to-peak noise ratio should exceed 3. 
Further, the baseline signal for the peak of interest should be at least 10 fold greater than that for 
any observed peak at similar retention time in a Negative Control or blank injected just prior to the 
sample. 

11.2.2 Mass Spectrometry (for Data Dependent Scanning Analysis) 

The mass spectrum of the analyte of interest should match that of a reference standard or an 
extracted Positive Control within a reasonable degree of scientific certainty. See the Guidelines for 
Comparison of Mass Spectra standard operating procedure (Tox 104) for general criteria. 
Mass spectral fragments of all SMAs tested in validation and found to extract via this procedure 
are listed in Table 3. In most circumstances the MS2 and MS3 (when present) spectra in an 
unknown sample should have all the same significant ions as the spectra of the known analyte in 
a contemporaneously analyzed standard, control, or calibrator, and should not have any significant 
ions not present in the known spectrum. Additionally, for any compound in Table 3 with two 
primary ions listed for a given spectral level, the intensity ratio for those ions should meet the 
requirements given in the Tox 104 standard operating procedure. 
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Table 3: Mass SpectrometJy Data for Sympathomimetic Amines (precursor ions in bold type when 
ultiple ions listed) m 

Compound Name Precursor from Full PrimaryMS2 PrimaryMS3 

Scan MS Product lon(s) Product Ions(s) 
Amphetamine 136 119 91 

Cathinone 150 132 117 
Methamphetamine 150 119 91 

Phentennine 150 133 91 
Phenylpropanol 

152 134 117 
amme 

Ethylamphetamine 164 119 91 
Methcathinone 164 146 131 

(pseudo )Ephedrine 166 148 133, 117 
PMA 166 149 121 

Benzvlpiperazine 177 91, 8 5  not triggered 
Propylamphetamine 178 119, 91 not triggered 

Mephedrone 178 160 not triggered 
MDA 180 163 135, 133 

P1vfMA 180 149 121 
2C-H 182 165 150 

Dimethoxypheneth 
182 165 150 

ylamine 
4-MTA 182 165 137, 117 

BDB 194 177 147, 133 
MDMA 194 163 135, 133 

Dimethoxy-
196 179 151 

amphetamine 
Chlorophenyl 

197, 199 154 not tJ:iggered 
piperazine 
Methvlone 208 190, 160 not trimzered 

MBDB 208 177 135 
MDDMA 208 163 135, 133 

MDEA 208 163 135, 133 
DOM 210 193 17 8 ,156 

Mescaline 212 195 180 
DOET 224 207 192, 179 

Trimethoxy-
226 209 194, 181 

amphetamine 
Trifluoromethvl 231 188 not triggered 



Compound Name Precursor from Full 
Scan MS 

phenylpiperazine 
F enfluramine 232 

Methylphenidate 234 
2-CT-2 242 
2-CT-4 256 
2-CT-7 256 
2C-B 260,262 
DOB 274,276 

MDPV 276 

2C-I 308 

12 Calculations 

PrimaryMS2 

Product lon(s) 

187,159 
84 

225 
239 
239 
243 
257 

205, 175, 126 

291 
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Primary MS3 

Product Ions(s) 

159 
not triggered 

210,164 
197 

224, 197, 164 
228, 164 
229, 178 

not triggered 

276, 164 

See the Guidelines for Toxicological Quantitations standard operating procedure (Tox 101) for 
acceptable practices in calculating quantitative results. 

13 Uncertainty of Measurement 

The critical sources of measurement unce11ainty in this procedme include: 
• historical random uncertainty of repeated measurements 
• accuracy of the pipette or balance used to deliver the sample 
• accuracy of the pipette used to deliver the calibrators 
• m1ce11ainty in the concentration of the calibration standards 
• precision of the delivery of internal standard 

When quantitative results are included in an FBI Laboratory report, the measurement unce11ainty 
will be estimated and repo11ed following the Chemist1y Unit Procedures for Estimating 

Uncertainty in Reported Quantitative Measurements standard operating procedure (CUQA 13). 
Infonnation used to derive uncertainty measurements will be tracked in an electronic database. 

14 Limitations 

a. Method Perfonnance Parameters (Blood and Urine): 
LOD = Limit of Detection; LLOQ = Lower Limit of Quantitation 



Compound LODin LODin LLOQ 
Blood Urine (ng/mL) 
(ng/mL) (ng/mL) 

Amphetamine 5 5 10* 
Methamphetamine 5 5 25 
(pseudo )Ephedrin 

10 10 10* 
e 
MDA 5 5 25 
MDMA 5 5 25 
MDEA 5 5 25 
Methylone 25 10 25 
Mephedrone 25 10 25 
MDPV 25 2 25 

Linear Accuracy 
Range (average% 
(ng/mL) bias) 

10-750 +5.7 
25-750 +0.6 

10-750 + 1.9 

25-750 +5.1 
25-750 + 3.9 
25-750 -0.7 
25-750 -10.9% 
25-750 -11.5% 
25-750 -3.4% 
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Precision 
(average% 
intermediate 

) 
4.8 
4.2 

3.5 

4.5 
3.9 
5.2 
3.7 
3.8 
2.0 

*Although amphetam.ine and pseudo( ephedrine) have been validated to an LOQ of 10 ng/mL, for 
routine analysis, curves will be analyzed down to 25 ng/mL. Therefore, any results below the 
curve will be repo1ted as less than 25 ng/mL (less than the lowest calibrator.) 

b. Interferences: Grossly decomposed or putJefied samples may affect both detection and 
quantitation limits. High levels of PMMA may interfere with accurate qu.antitation of MD A, and 
high levels ofBDB may interfere with accmate quantitation ofMDMA. The following compound 
pairs will be difficult or impossible to differentiate by this procedure: ephedrine and 
pseudoephedrine; 4-cblorophenylpiperazine and 3-chlorophenylpiperazine. 

c. Other Considerations: At concentrations below approximately 25 ng/mL, some analytes 
may show a strong signal in full MS extJ:acted ion chromatograms, but show no tandem MS signal 
due to the interaction of data dependent scan conditions and dynamic exclusion parameters. If 
there is good reason to suspect that this has happened, the questioned sample should be reinjected 
with scan event #2 changed to target only the ion(s) of interest and dynamic exclusion disabled. 
This procedure is not able to distinguish different optical isomers of SMAs, and cannot distinguish 
between the diastereomeric compounds ephedrine and pseudoephedrine. The following 
phenethylamine-group compounds were tested and found to not be extractable via this procedure: 
HMA (hydroxymethoxyamphetamine ), HHMA (hydroxymethamphetamine ), HMMA 
(hydroxymethoxymethamphetamine ), and salbutamol. 
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15 Safety 

Take standard precautions for the handling of chemicals and biological materials. Refer to the FBI 
Laboratory Safety Manual for guidance. 
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Removed hair to its own SOP (Tox 428) and updated all affected 
sections. Added methylone, mephedrone and MDPV (i.e., bath 
salts) as validated analytes and updated all affected sections. 
Updated LC column brand in 5s. Allowed for frozen storage of 
blood and urine in 6dd. Changed Control Working Solution 
concentration from 10 to 1 µg/mL in 6 x and updated Quantitative 
Positive Control Levels in 6ee from 200 ng/mL to 60 and 400 
ng/mL. Updated Chromatography Decision Criteria in 11.1. 

In Section 6, combined stock solutions into tables, included 
Lipomed as a source for controls, and included option to freeze 
prepared calibrators and controls in small vials after verification. In 

Section 7, specified equal weighting for the calibration curve. In 

Section 9.a, specified duplicate analyses for quantitation. In 9.d, 
added recentrifuge step. In Section 9.i, specified injection volume. 
In Section 10.2, included option of targeted analysis. Added Section 
11.1 and renumbered subsequent sections. In 14.a, explained that in 
routine analysis, calibration for amphetamine and 
(pseudo )ephedrine will be calibrated down to 2 5  ng/mL, despite the 
validated LOQ of 10 ng/mL. Added calibrator and control 
preparation to Appendix 1 and removed reagent instmctions. 
Refonnatted Appendix 2 to include all pe1iinent instnunental 
parameters. 

Redacted - Signatures on File 



Appendix 1: Abbreviated version of the SMA procedure for bench use. 
Redacted - Fo1m on File 
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Appendix 2: Instrumentation parameters checklist for the SMA procedure. 
I 

Redacted - Fo1m on File 
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Direct Solvent Extraction of SMAs from Biological Fluids 


The following parameters have been evaluated: 
Selectivity and Interferences: 


Ten lots each ofblank blood and urine were evaluted and did not interfere with LC/MS analysis. 


24 common drugsfmetabolites were tested and showed little to no interference with the LC/MS analysis: 
(See validation binder for details.) 


Additionally, nearly 40 non-target SMAs were analyzed using this procedure to determine RTs, MS results, and extractability. 


All quantitative results calculated by dividing the area of the M+ I extracted ion for each analyte divided by the area ofthe M+ I ion for the 
corresponding deuteratcd internal standard. 


Linearity: Determined experimentally by running 6 cal curves. 
Average %bias and average %RSD less than or equal to I0%. (Bias within 20% acceptable for lowest calibrator.) 


Linear Range (ngfmL) Linear Range (nglmL) 
ephedrine l 0-750 MDA 25-750 
amphetamine 10-750 MOMA 25-750 
methamphetamine 25-750 MDEA 25-750 


Bias, Repeatability ap.dJ>recisi,_on: · Determined using equations in CU Validation Procedure. 
Controls analyzed at three levels by six different analysts on six different days. 
See validation binder for details. Ranges below. 


Bias Repeatability Intermediate Precision 
-2.3 to 7.9% 1.7 to 4.0% 2.7 to 6.6% 


Redacted
Tox 420 Validation Summary 


Page 1 of 2 
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LLOQ: Administratively set to the lower limit of linearity. 


ng/mL 

amphetamine 10 

ephedrine 10 

methamphetamine 25 

MDA 25 

MOMA 25 

MDEA 25 



LOD: Determined empirically as level with good tandem MS results across all six validation runs. (Same for bloo• 


ng/mL 

amphetamine 5 

ephedrine 10 

methamphetamine 5 

MDA 5 

MOMA 5 

MDEA 5 



Matrix Effects/ Blood and urine samples (n=5 each) evaluated fo r ion suppression/enhancement. 
Ionization Suppres~ion: Suppression/enhancement was under I 0% for urine, and under 25% for blood. (Higher for ephedrine.) 


See validation binder for details. 


Tox 420 Validation Summary Redacted 
Page 2 of 2 







METHOD  VALIDATION  - SUMMARY  OF  RESULTS  ­

LIQUID-LIQUID  EXTRACTION  OF  SYMPATHOMIMETIC  AMINES  ­



WITH  LC-ESI-TANDEM  MS  ANALYSIS ­



Background  and  Scheme: 


The  possibility of  developing  a  targeted  LC-ESI-MS  procedure  for  identification  and  
quantitation  of  sympathomimetic  amines  (SMAs)  was  pursued  with  three  primary  goals  in  
mind.  The  first goal  was  to  provide  an easier  extraction  scheme  for the  analysis.  Presently,  
SMAs  are  extracted  from  biologicals  using  one  of  the  two  generic  alkaling  drug  extraction  
procedures,  both  of which  present  difficulties.  The  alkaline  liquid-liquid  procedure  is very  
time  consuming,  while  the  SPE  procedure  can  result  in  loss  of  the  more  volatile  SMAs  
unless  extreme  care  is  taken  with  the  final  dry-down  step of  the  extraction.  The  second  
goal  was  to  improve  the  liquid  chromatographic  performance  for  the  SMA  compounds,  
which  currently  give  extremely  wide  and  asymmetric  peaks  with  the  generic  alkaline  drug  
screening  procedure.  The  third  goal  was  to  use  ESI-MS/MS/MS  detection  to  provide  
unambiguous  compound  identification  in  a  single  analysis.  The  fragmentation  spectra,  
both  PIEI  and  ESI-MS/MS,  of  most  SMAs  are  singularly  non-specific,  often  yielding  only  
one  significant  fragment  ion.  This  currently  demands  use  of  both  GC  and  LC  analysis  to  
obtain  the  best  confidence  in  an  identification. 


Procedure  Summary: 


The  starting  point  for  the  liquid  chromatography  separation  was  taken  from  a  procedure  
used  in  the  U.S.  Navy’s  drug  screening  laboratories.  Two  single-step  liquid-liquid 
extraction  procedures  were  chosen  for  evaluation,  based  upon  work  by  Sadeghipour  
&Veuthey  and  by  Deventer  et  al  (copies  in  validation  file). 


Instrument  Optimization: 


Electrospray  source  parameters  were  optimized  via  a  series  of  plug  flow  injection  
experiments  of  a  mix  of  2.5  ng  each  (absolute  injection  load)  of  amphetamine,  
methamphetamine,  phentermine,  MDA,  MDMA,  and  MDEA.  The  plugs  were  injected  
into  a  constant  flow  of  0.3  ml/min  of  15/85/0.1  acetonitrile/water/formic  acid.  Sweep  gas,  
sheath  gas,  aux  gas,  and  capillary  temperature  parameters  were  independently  adjusted  
through  a  wide  range  of  settings,  looking  for  a  setting  that  yielded  maximum  signal,  
minimum  noise,  and  minimum  analyte  fragmentation.  After  first  pass  optimization,  a  
second  “fine  tune”  check  was  used  to  establish  the  final  analytical  conditions. 


For  optimization  of chromatography,  a  mix  (ca.  1  ppm  each  component) of the  six  analytes  
above,  plus  ephedrine  and  MBDB  were  analyzed  with  slight  variations  in  gradient  and  
temperature  conditions.  Signal  intensity,  peak  shape,  and  peak  resolution  were  all  
evaluated  in  selecting  the  chromatographic  parameters  to  be  used  for  validation.  Under  the  
final  conditions  chosen,  there  is  baseline,  or  near  baseline,  resolution of  the  phentermine/ 
methamphetamine  and  MDEA/MBDB  isobar  pairs,  and  these  pairs  should  provide  a  good 







     


            
             


               
             


            
             


                 
                   


             
              
               
              
           


 


               
             


             
            


               
                
               
             


              
                 


           
           


            
            


            
             


     
        


 


  


             
            


              
         


system suitability test for chromatographic performance. 


The same mix used for optimization of chromatographic conditions was then analyzed 
several times for optimization of tandem MS parameters. Collision energies for both MS2 
and MS3 were from 20-100 (arbitrary units) and isolation widths were varied from 1.5 to 
3.0 AMU. Optimal conditions were chosen based upon signal yield and “richness” or 
information content of tandem spectra. It was noted that phentermine yields very low 
tandem MS signal under all evaluated conditions. For all analytes except MBDB, only one 
significant ion is obtained in MS , and from 1-3 significant ions are obtained in the MS 
spectra. In all eight cases, the only or primary ion observed in MS2 is a loss of either 17 
(ammonia), 18 (water), 31 (methylamine), or 45 (ethylamine) AMU. In order to reduce 
possible extraneous signal and improve LoD, MS3 was set up to use data dependent 
scanning triggered only on these 4 neutral loss pathways. In order to ensure the most 
complete possible coverage of possible analytes of interest, MS2 was set up for data 
dependant scanning with no target list and with dynamic ion exclusion enabled. 


Extraction Evaluation: 


Sets of four blood and four urine samples (0.5 ml each), consisting of: an unspiked blank, 
a negative control (100 ng/ml internal standards), and two positive controls (100 ng/ml 
internal standards and 20 or 200 ng/ml target analytes) were extracted via the two protocols 
listed in the procedure summary. For the Sadeghipour (hexane extraction) procedure, all 
analytes were detected at both control levels and in both blood and urine. Ephedrine was 
clearly detected in the 200 ng/ml controls, but signal was quite weak in the 20 ng/ml 
controls. Good signal was obtained at both control levels for the other seven analytes. The 
Deventer (ether extraction) procedure gave good signal for all target analytes at both 
control levels in blood, but signal for the methylenedioxy- group compounds in urine was 
very low, and MDA and MDMA were not detected at all in the 20 ng/ml control. The 
hexane extraction procedure was chosen for further method development. Based upon 
observation of intermittent but severe formation of emulsions, the diluent water was later 
eliminated from this procedure. A selection of three dozen additional phenethylamines and 
miscellaneous “designer” drugs were spiked into blood samples at 100 ng/ml and 
processed via the hexane extraction procedure. All but four of these analytes (HMA, 
HHMA, HMMA, and salbutamol) were successfully recovered, and all but five of the 
recovered compounds (benzylpiperazine, chlorophenylpiperazine, methylphenidate, 
propylamphetamine, and trifluoromethylphenylpiperazine) yielded good quality MS and 
MS3 spectra. 


Interference / Carryover: 


Sets of ten totally unspiked samples, two negative control samples (100 ng/ml internal 
standards) and a positive control (100 ng/ml internal standards and 200 ng/ml target 
analytes in both blood and urine were prepared, extracted and analyzed. Each blank blood 
and blank urine specimen was taken from a separate source. 







                 
                


             
                


               
              


                
             


         


                
             
             


          
           
              


              
         


   


             
             


              
           


             
         


             
               


             
              


               
               
              


        


     


                
               


           
              


       


Seven of the blood specimens and two ofthe urine specimens showed a strong signal in the 
m/z 185 data channel for d5-MDA, but this peak was far removed from the retention time 
for ds-MDA, and should not cause any interference issues. Similarly, one urine sample 
showed strong signal in the m/z 169 data channel for ds-ephedrine, but at a retention time 
far removed from the actual compound. One of the urine samples shows strong signal in 
the M/z 150 (methamphetamine), m/z 180 (MDA), and m/z 194 (MDMA) data channels at 
retention times near those for the target analytes, but in each case the MS2 and MS3 spectra 
are obviously different from those for the target analytes. These interferences might make 
quantitation impossible, but could not cause a false positive result. 


A portion of the Bio-Rad C-4 drugs of abuse urine control, and portion of the C-4 control 
mixed 1:1 with drug-free blood, and a portion of the Bio-Rad A-2 Benzos/TCA serum 
control were extracted and analyzed. No internal standards or target analytes were spiked 
into these samples, although the C-4 control does contain amphetamine, methamphetamine, 
MDA, MDMA, and MDEA. Between them, these controls contain 24 non-SMA drugs that 
would be expected to extract via the chosen procedure. Except for codeine, all these 
compounds elute later than any of the analytes targeted for quantitation, and codeine does 
not interfere with signal for any of the targeted analytes. 


Ionization Suppression / Recovery: 


Sets of five totally unspiked samples, a negative control sample (100 ng/ml internal 
standards), and a positive control sample (100 ng/ml internal standards and 200 ng/ml 
analytes) were prepared in both blood and urine. All the samples were then extracted, 
reconstituted, and analyzed. Positive and negative controls were reconstituted in blank 
solvent, while the unspiked samples were reconstituted in a standard solution of the 
analytes corresponding to the concentration expected for 100% analyte recovery. 


Ionization suppression was calculated as the percent decrease in the average analyte signal 
for the blank extracts when compared to the average signal for eleven injections of the 
mixture used to reconstitute the blank extracts. With the exception of the ephedrine 
(suppression = 36%) all suppression values in blood were <25%. All suppression values in 
urine were <10%. Recovery was estimated as ratio of the signal in the extracted positive 
control to the average signal in the five blank samples reconstituted in the standard solution. 
Except for ephedrine (recovery 25% in blood, 34% in urine) all recoveries were estimated 
to be >60% in blood and >80% in urine. 


Determination of Quantitative Method Performance Parameters: 


Six identical sets of 23 samples were extracted and analyzed on six different days over the 
course of four weeks by six different analysts in order to obtain linearity, LLOQ, LOD, 
accuracy, precision, repeatability, and reproducibility data. All samples were taken from 
common lots prepared before any of the analyses were conducted, and the control and 
calibration samples were prepared by two different analysts. 







              
                  


               
               


      


                 
                


                  
            


              
             


          


  


               
              


               
              
               


                
                 


                
             


                
             


            
              


         


   


                


      


          
            


             
            


Each sample set consisted of: 2 negative control blood samples, 1 “Surine” synthetic urine 
negative control, a set of ten blood calibrators (5, 10, 25, 50, 75, 100, 250, 500, 750, and 
1000 ng/ml for each analyte), four different Surine positive controls (5, 10, 25, and 50 
ng/ml for each analyte), and two portions each ofthree different blood positive controls (60, 
200, and 600 ng/ml for each analyte). 


Linearity: 


For each analyte, the linear range was taken to be the calibration range for which both the 
average percent bias and the average % RSD for all calibrators across all days were less 
than or equal to 10%. For the lowest calibrator in the linear range an average % bias within 
20% was considered acceptable. The 1000 ng/ml calibrators were excluded prior to 
determination of the calibration fits, since their inclusion resulted in very large biases at the 
low end of the calibration range. The resulting linear ranges are 10-750 ng/ml for 
ephedrine and amphetamine and 25-750 ng/ml for the other four analytes. 


Limit of Detection: 


Limits of detection were taken to be the lowest concentration for which a compound was 
detected with acceptable tandem MS data for all appropriate samples in all six quantitative 
runs. Values in blood were taken from the calibration sets. Values in urine were taken 
from the Surine control sets. Acceptability of tandem MS data was determined based on 
three criteria: 1. The presence ofall significant fragment ions in both MS2 and MS3 spectra, 
with no extraneous significant ions, 2. The presence of a peak apex in the filtered MS2 data, 
and 3. The presence of at least 4 contiguous scans in the filtered MS3 data. The resulting 
values for all tested compounds except ephedrine are 5 ng/ml in both blood and urine. The 
LoD for ephedrine was found to be 10 ng/ml in both blood and urine. 


Note that the above LoD values were determined with MS2 analysis converted to a six ion 
target list data dependant scan and dynamic ion exclusion disabled. Analysis under the 
generic method conditions sometimes yielded situations in which the analyte gave clear 
signal in full MS, but tandem MS was not triggered because of antagonistic interactions 
between the data dependant triggering and dynamic exclusion scan parameters. 


Lower Limit of Quantitation: 


Lower limits ofquantitation were taken to be the low values ofthe linear ranges determined 
above. 


Reproducibility / Repeatability / Precision / Accuracy: 


Repeatability and intermediate precision were calculated according to the statistical 
procedures outlined in the Chemistry Unit guidelines for method validation. Accuracy was 
calculated as the average percent bias for all blood control samples. Reproducibility was 
calculated as the standard deviation of all blood control samples. The resulting values are: 







  
  


  


Compound 


EPHEDRINE 


AMPHETAMINE 


METHAMPHETAMINE 


MDA 


MDMA 


MDEA 


Control 

Level 



LOW 
MED 
HIGH 
LOW 
MED 
HIGH 
LOW 
MED 
HIGH 
LOW 
MED 
HIGH 
LOW 
MED 
HIGH 
LOW 
MED 
HIGH 


Accuracy 
(% bias) 


+0.4 
+2.1 
+3.3 
+4.0 
+7.2 
+5.9 
-2.2 
+1.2 
+2.9 
+1.9 
+5.6 
+7.9 
+0.7 
+3.3 
+7.6 
-2.3 
-0.3 
+0.4 


Reproducibility 
(% RSD) 


5.5 
5.4 
3.2 
4.4 
6.1 
3.7 
2.9 
5.6 
3.7 
3.3 
6.3 
3.5 
3.9 
4.9 
2.7 
4.8 
5.2 
5.2 


Repeatability Intermediate 
(%) Precision 


(%)
3.5 5.6 
3.0 5.6 
3.1 3.3 
3.9 4.4 
2.1 6.4 
2.6 3.7 
2.4 3.0 
2.9 5.8 
3.2 3.7 
1.9 3.4 
1.7 6.6 
3.1 3.5 
3.3 4.0 
2.8 5.1 
2.4 2.7 
2.4 4.9 
1.9 5.5 
4.0 5.3 
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Validation Experiments for the Addition of 3 Compounds to the SMA Method (Tox 420) 


Description 


M ethylone, mephedrone and 3,4-methylenedioxy pyrovalerone (MDPV) are three drugs that have 


recently reached the drugs-of-abuse market. They are commonly called bath salts. Because of their 


structural similarity to MOMA and other compounds currently covered by our SMA procedure, they 


were added to the procedure as it is currently performed, along with d-labeled interna l standards. 


Redacted 
All experiments were performed by Redacte (with the help of rn the quantitative 



Redac. ___
ana lyses) and were reviewed and summarized by 


Urine (Qualitative Validation) 


Selectivity: Since the extraction for the SMAs will not change, and since we will screen by full scan 


analysis, the data from the original selectivity samples from the method validation (from 2009) were 


traced for the three new compounds and their d-lnternal Standards. None were detected in these urine 


samples. 


LOO: Analytes were spiked into urine at concentrations of 2, 5, 10 and 25 ng/ml and were extracted in 


triplicate on two days. Samples were considered positive ifthe M+l trace in full scan showed a S/N 


value of 3 or better. The LODs were determined to be 2 ng/ml for M DPV and 10 ng/ml for methylone 


and mephedrone. (Mephedrone could be detected in some but not all 5 ng/mL samples.) 


Ion Suppression: Five different lots of urine were extracted in duplicate. They were reconstituted with 


500 ng/mL and 2000 ng/ml stock standards, which were also injected twice. Ion 


suppression/enhancement was measured by comparing the areas of each analyte in the matrix samples 


to the non-matrix samples. Ion suppression for methylone averaged 4% for the low level (range 16.5% 


suppression to 3.9% enhancement) and 16.4% for the high level (range 57.1% suppression to 5% 


enhancement) . Ion suppression for mephedrone averaged 7.4% for the low level (range 23.6% 


. suppression to 3.0% enhancement) and 34.6% for the high level (range 16.6% - 77.8%). Ion suppression 


for MDPV averaged 1.8% for the low leve l (range 1.3% enhancement - 7.9% suppression) and 9.5% for 


the high level (range 4.6% - 15.3%). 


Stability: Stability was determined by re-ana lyzing the 10 and 25 ng/mL samples from the LOO study six 


days after the first injection. An average of 45% of the original signal was lost on day 6. 







Blood (Quantitative Validation) 


Selectivity: Since the extraction for the SMAs will not change, and since we will screen by full scan 


analysis, the data from the original selectivity samples from the method validation (from 2009) were 


traced for the three new compounds and their d-lnternal Standards. None were detected in these blood 


samples. 


Ion Suppression: Five different lots of blood were extracted in duplicate. They were reconstituted with 


500 ng/mL and 2000 ng/mL stock standards, which were also injected twice. Ion 


suppression/enhancement was measured by comparing the areas of each analyte in the matrix samples 


to the non-matrix samples. Ion enhancement for methylene averaged 6.3% for the low level (range 


0.6% - 15.2%) and ion suppression averaged 2.6% for the high level (range 6.9% suppression to 7.1% 


enhancement). Ion suppression for mephedrone averaged 18.5% for the low level (range 1.9% - 24.3%) 


and 0.8% for the high level (range 19.6% enhancement -14.4% suppression) . Ion suppression for MPDV 


averaged 5.5% for the low level (2.8% - 8.8%) and 3.9% for the high level (0.9% - 9.5%) . Internal 


standards were also evaluated at one level. The methylone-d3 showed an average 5.7% enhancement 


in the low level samples and 2.8% suppression in the high level samples. The mephedrone-d3 showed 


an average 16.6% suppression in the low level samples and 1.2% in the high level samples. The MDPV­


d8 showed an average of 4.4% suppression in the low level samples and an average of 6.5% suppression 


in the high level samples. The internal standard suppression or enhancement mirrored the native 


analyte in each sample. 


Linear Range: Five calibration curves were analyzed in blood over multiple days and multiple analysts. 


The calibration levels already in use for other SMA compounds were chosen. Data was evaluated with a 


1/x weighting factor. Data for all analytes was linear across the entire range . 


Accuracy: Accuracy at three positive control leve ls was acceptable (analyzed in five runs in triplicate for 


n=15 per level; all are within 20%). Results are summarized in the table below: 


Methylone %Bias Mephedrone %Bias MDPV %Bias 


Low {60 ng/mL) -10.09% -10.11% -3.77% 


Mid (200 ng/mL) -11.2% -11.74% -2.46% 


High (400 ng/mL) -11.68% -12.83% -4.16% 


Precision : Repeatability and intermediate precision were determined at three levels as defined in the LD 


Validation procedure (analyzed three control levels in triplicate in 5 runs) . Results are acceptable (all 


within 10%) and are summarized in the table below: 


Repeatability 


Methylone Mephedrone MDPV 


Low (60 ng/mL) 1.97% 1.37% 1.92% 


Mid (200 ng/mL) 1.34% 1.66% 1.05% 
High (400 ng/mL) 1.69% 1.65% 1.41% 







Intermediate Precision 
Methylene Mephedrone MDPV 


Low (60 ng/ml) 2.57% 3.59% 2.38% 


Mid (200 ng/ml) 4.74% 4.35% 2.37% 


High (400 ng/ml) 3.90% 3.70% 1.49% 


LOO and LOQ: The LOQ and LOD are administratively set at 25 ng/ml for blood as accuracy is acceptable 


at this level (within 20%). 


Stability: Stabil ity was determined by reinjecting the day one low and high controls five days later. 


There was an average increase in the area of each compound and IS of 9.9%. 


Carryover: carryover was eva luated by analyzing a blank blood extract immediately following a high 


positive blood contro l. No carryover was seen. Carryover will also be evaluated within casework 


batches by analyzing blanks and/or matrix blanks prior to every case sample. 


Redacted 











